
Instructions for Installing a Cyclonic 
Spray Chamber on the Varian Vista

1. For your protection always wear safety 

gloves and safety glasses when handling 

glass.

2. Grip the spray chamber by the nebulizer 

arm (with the nebulizer removed).

3. Insert the aerosol outlet all the way into 

the upper slot on the mounting bracket.

4. Press down firmly to clip the drain outlet 

into the lower slot.

5. Connect the aerosol transfer tube and 

drain tube, and insert the nebulizer.

6. To remove the spray chamber, follow the 

above procedures in reverse.
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